Abstract-Applications of porous metallic implants to enhance osseointegration of load-bearing implants are increasing. In this work, porous titanium implants, with 25 vol.% porosity, were manufactured using Laser Engineered Net Shaping (LENS TM ) to measure the influence of porosity towards bone tissue integration in vivo. Surfaces of the LENS TM processed porous Ti implants were further modified with TiO 2 nanotubes to improve cytocompatibility of these implants. We hypothesized that interconnected porosity created via additive manufacturing will enhance bone tissue integration in vivo. To test our hypothesis, in vivo experiments using a distal femur model of male SpragueDawley rats were performed for a period of 4 and 10 weeks. In vivo samples were characterized via micro-computed tomography (CT), histological imaging, scanning electron microscopy, and mechanical push-out tests. Our results indicate that porosity played an important role to establish early stage osseointegration forming strong interfacial bonding between the porous implants and the surrounding tissue, with or without surface modification, compared to dense Ti implants used as a control.
INTRODUCTION
Titanium and its alloys have been established as one of the most desirable materials for load-bearing implants. The main reasons to use Ti implants are due to excellent corrosion resistance, good biocompatibility, high strength to weight ratio and resistance to fatigue deformation. Even with excellent material properties, Ti-based load-bearing implants such as hip and knee prosthesis fail in large numbers (~600,000 knee replacement surgeries as of 2011) within the first 15 years. 10 Among others, interfacial instability and aseptic loosening have been identified as some of the key reasons for implant failure. 38 More specifically, failure of load-bearing implants can be grouped into three broad categories: (1) poor interfacial bonding between the implant surface and bone-tissue; (2) stress shielding due the mismatch in modulus between the implant and bone (~110-120 GPa for Ti alloys and 10-30 GPa for human cortical bone) and (3) wear induced osteolysis caused by to the excessive release of metal ions surrounding the bone-implant area. Ideally, the in vivo life of an implant can be improved by increasing the interfacial bond between the implant surface and the bone-tissue area, and reducing the effective modulus of the implant material. 38 It is possible to accomplish both by incorporating a porous metal coating on load-bearing implant surfaces. Effective modulus can be reduced by using porous materials, which also helps improve biological fixation via bone ingrowth through pores. 21, 23, 38 Such improvements of osseointegration properties for porous titanium materials have been shown through various in vivo results. 17, 20, 22, [24] [25] [26] Another known method to improve bonding at the bone-implant interface is to modify the implant surface topography at a nanostructural level to further facilitate the process of early stage osseointegration (bonding between the bone and surface of the implant). Rough surfaces tend to favor osteoblast proliferation, adhesion and mineralization compared to non-modified surfaces. 17, 19 In vitro and in vivo results have shown better surface adhesion and bone bonding ability for modified surfaces. One of the most common ways to modify the surface of titanium at nanostructural level is by growing TiO 2 nanotubes using electrochemical anodization method. 7, [17] [18] [19] This method has gained popularity over the years due to its simple setup, and flexibility towards controlling the parameters of nanotubes. TiO 2 nanotubes, due to its nanomorphology, improve cell-materials interactions at the surface thereby improving the bonding towards bone. Also, nanotubes help lower the contact angles at the surface to make it hydrophilic, which further improves early stage osseointegration.
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Porous metallic materials were fabricated in using conventional manufacturing techniques such as powder sintering. 29, 32 The main disadvantage in using conventional method is inherent brittleness of the final product. 29, 31 Also control on parameters such as pore shape and distribution is limited. This could play a significant role in the mechanical and biological properties. Porous metallic implants fabricated using conventional methods showed inferior mechanical properties such as fatigue strength due to localized stress concentrations at the pore walls. 41 Post-processing treatments, in the form of high temperature sintering, are also required for implants processed using conventional techniques. 1, 22, 29, 31, 41 Additive manufacturing may overcome the limitations presented by conventional techniques by providing better control on various pore parameters along with fabrication of parts with complex shape and geometry with improved mechanical properties. Due to these advantages, demand for additively manufactured porous metallic implants is increasing. 4, 5 Laser based solid free form (SFF) techniques that uses a powder bed such as selective laser melting (SLM) 27, 40 and direct laser sintering 34, 37 have been used recently to fabricate porous metallic implants such as porous Ti structures for orthopedic applications.
Laser Engineered Net Shaping (LENS TM ) is another SFF technique that does not use a powder bed to fabricate near net shaped metallic parts with complex geometries. In this work, we have used LENS TM to make porous Ti samples. The objective of this study was to understand the effects of porous titanium implants, with and without surface modification, towards interfacial bonding between the implant and the bonetissue area when compared with dense implants. We hypothesize that interconnected porosity created via additive manufacturing will enhance bone tissue integration in vivo compared to dense implants. Male Sprague-Dawley rats were used for in vivo study for a period of 4 and 10 weeks. In vivo samples were characterized via micro-computed tomography (CT) and histological imaging, scanning electron microscopy, and mechanical push-out tests.
MATERIALS AND METHODS

Processing of Porous Ti Samples Using LENS TM
A schematic of LENS TM system is shown in Fig. 1 . To fabricate porous Ti rods of diameter 3.0 mm for in vivo studies, commercial CAD software was used to design a cylindrical file of diameter 2.30 mm and length of 75 mm. Porosity was created using partial melting of the powder with low power of the laser. 36 This CAD design was fed into the LENS TM motion control software and converted into tool path files. For the processing of the porous Ti rods, commercially pure titanium powder (ATI Powder Metals, Pittsburgh, PA, USA) with spherical particle size of 44-149 lm and 99.99% purity was used. The substrate used was also a commercially pure (99.99% purity) titanium plate (President Titanium, Hanson, MA, USA) of thickness of 3 mm. The LENS TM system (Optomec Inc., Albuquerque, NM USA) used to process samples was equipped with a continuous wave 500 W Nd:YAG laser. To create porosity of more than 20%, different processing parameters were tried, as shown in Table 1 . After each batch, samples were tested to measure volume % porosity. Based on the measured porosity, the process parameters were altered, if needed, to achieve a 25 vol.% porosity samples. Final processing conditions were-laser power of 280 W, and raster scanning speed between 60 and 80 cm/min. During the entire processing period, LENS TM chamber oxygen level was maintained at or below 10 ppm and monitored using an oxygen analyzer. After processing, rods were cut to make multiple samples between 5.0 and 5.5 mm in length. The outer layers of the LENS TM processed samples were lightly ground on wet 500 grit SiC paper. After cutting and grinding, samples were ultrasonically cleaned in 100% ethanol for 20 min, followed by a series of rinsing in deionized (DI) water and blow drying with warm air.
Nanotubes Formation
TiO 2 nanotubes were grown on LENS TM fabricated porous Ti rods using electrochemical anodization method. Post-fabrication, the porous Ti rods were cleaned using an ultrasonicator with DI water and acetone. The anodization setup consisted of a beaker with 1% hydrofluoric acid (HF) as electrolyte, porous Ti rod as anode and a platinum foil as cathode suspended at either ends using platinum wires. A constant voltage of 20 V was applied using a DC power supply (Hewlett Packard 0-60 V/0-50 A, 1000 W) throughout the process. 33 All samples were rinsed thoroughly using DI water. All the anodization experiments were performed at room temperature.
In Vivo Study Surgery and Implantation Procedure
A total of 12 male Sprague-Dawley rats weighing between 280 and 300 g were used for the study. All rats underwent bilateral surgery and Table 2 lists the details on number of implants and compositions used for the study. Prior to surgery, rats were housed in individual cages with alternating 12 h cycles of light and dark in temperature and humidity controlled rooms for acclimatization. Following acclimatization, rats were anesthetized using IsoFlo Ò (isoflurane, USP, Abbott Laboratories, North Chicago, IL, USA) coupled with an oxygen (Oxygen USP, A-L Compressed Gases Inc., Spokane, WA, USA) regulator, and monitored by pedal reflex and respiration rate to maintain proper surgical anaesthesia. Using a drill bit, a defect in the distal femur was created similar to the diameter of the implant and the defect cavity was washed using saline solution to rinse out any remaining bone fragments. Following implantation, the incision was closed using synthetic absorbable surgical suture i.e., undyed braided coated VICRYLpolyglactin 910 (Ethicon Inc., Somerville, NJ, USA). Disinfectant in the form of Betadine solution was applied at the incision site post-surgery to prevent infection. No pain reduction or antibiotics were given prior to the surgery. Pain reduction via meloxicam injection was given post-surgery. At the end of 4 and 10 weeks post-surgery, rats were euthanized by overdosing the bell jar with isoflurane. The experimental and surgical procedure was performed according to a protocol approved by the Institutional Animal Care and Use Committee (IACUC) of Washington State University (Pullman, WA). 
Push-Out Test and CT Scan Analysis
At necropsy, two sets of samples were harvestedone for push-out tests and CT scan analysis, and another set for histological analysis. A series of radiographic exposures of the bone samples (acquired using the X-ray energy source on the IVIS Ò Spectrum CT) were analyzed by computed tomography (CT) to generate a 3D volume. Scans were performed using a 40 lm voxel size and 150 lm (pixel size) resolution. Three-dimensional (3D) images of the defects were reconstructed from the scans by the Living Image Ò Software 4.4. Rat femur bones were provided to Scanco for high resolution micro CT imaging and analysis. Samples were scanned on a high-resolution, volumetric micro CT scanner (lCT40, Scanco Medical, Zurich, CH). The image data was acquired with the following parameters: 10 lm isotropic voxel resolution at 300 ms exposure time, 1000 Projections per 180, and 1 frame1 per view. Push-out tests were performed to determine the interfacial shear modulus between the tissue and the implant using a universal material testing machine (Instron, PA, USA) in compression using a 300 lb load cell. The shear modulus was calculated from the stress-strain plots of the push out test experiments.
Histology and SEM Characterization
For histomorphological analysis, bone-implant samples were fixed in 10% formalin solution. Fixed samples were then dehydrated in series of ethanol (70, 95 and 100%), 1:1 ethanol-acetone mixture and finally 100% acetone. Following dehydration, samples were embedded in Spurrs resin, cut into thin sections (n = 3 for each sample) using diamond blade, mounted on glass slides and stained using modified Masson Goldner's trichrome staining method.
11 Stained implanttissue sections were then observed under light microscope (Olympus BH-2, Olympus America Inc., USA). Stained samples were then characterized under FES-EM (FEI Quanta 200, FEI Inc., OR, USA), which was maintained at low operating voltage of 10 kV and run under low vacuum.
RESULTS
Surface Morphology of LENS Processed Porous Ti
Implants and Nanotubes SEM images of LENS TM processed porous Ti rods, with and without anodization, are shown in Fig. 2 . The volume porosity was approximately 25%. The pore size was found to be in the range of 200-300 lm. From our previous studies, LENS TM processed porous Ti structures have Young's modulus in the range of 2-44 GPa 5, 38 which is in the range of human cortical bone values of 7-30 GPa. 38 Also the mechanical strength for these porous structures tend to vary from 24 to 463 MPa. 38 Anodization of porous Ti samples resulted in TiO 2 nanotubes with diameter of 105 ± 30 nm and length of 375 ± 35 nm. The current range of parameters for nanotubes were concluded from our previous work, which showed TiO 2 nanotubes to be thermally stable, and also mechanically stable upon implantation ex vivo.
33,34
CT Scan and Push Out Test Analysis
CT scan analysis was performed for samples after 10 weeks to see the presence of any defects or gaps, and bonding around the implant which are shown in Fig. 3 . The images from CT scans showed no defects around the implant and a good bonding was observed at the interface between the bone tissue and implant interface. Images also showed that the implants were properly lodged into the bone during surgery, which is also an important aspect. Porous samples showed better signs of bonding as compared to the dense samples. Lower resolution CT scan images showed good signs of bonding for porous samples, but could not provide sufficient information about the bone ingrowth into the pores. Thus, higher resolution scans were performed to observe the same. High resolution images of CT scans are shown in Fig. 4 . These images clearly show osseointegration in the porous network for better bone-tissue bonding.
The interfacial shear modulus values resulting from the push out experiments are shown in Table 3 . After 4 weeks, the interfacial shear modulus for porous samples is higher than the dense Ti samples, which indicates good signs of interfacial bonding between the implant and the tissue at early stages. After 10 weeks, bone fractured for all samples before the implant could be taken out. Therefore, all numbers look similar to the strength of the bone.
Histological Evaluation
Histological evaluation at the bone-implant interface was performed to understand the effect of porous surface with and without surface modification for biocompatibility and new bone formation at the end of 4 and 10 weeks. Figure 5 represents the histological evaluation of samples after 4 and 10 weeks for dense Ti, porous Ti and porous Ti with nanotubes. Signs of osteoid like new bone formation can be observed as early as 4 weeks. The orange-red region surrounding the implant area represents the osteoid formation which indicates no cytotoxic effects due to implantation. The greenish area indicates the mineralized bone and the bluish black spots indicate the nuclei. Similar new bone like osteoid formation was observed at a greater extent for samples after 10 weeks. The osteoid formation can be seen almost completely surrounding the implant area with very few visible gaps. However osteoid formation in porous samples was more than control dense samples.
SEM Characterization
It could be observed from Figs. 6, 7 and 8, which shows the SEM images of dense Ti, porous Ti and porous Ti with nanotubes after 4 and 10 weeks, respectively. Histological evaluations showed signs of osteoid formation for all samples after 4 weeks and good early stage osteoid like new bone formation or osteogenesis after 10 weeks. As seen from Fig. 5 , it is not clear how well the bonding between the tissue and the implant is for each composition. For a better idea on the bonding at the interface between the tissue and the implant, SEM images of the stained samples were obtained at the bone-tissue interface. Distinct gaps at the interface between the tissue and the implant could be observed for all samples after 4 weeks. But the gap reduced as we move from dense Ti samples towards the porous samples and is considerably less for porous Ti samples with nanotubes. After 10 weeks, the gap at the interface is further reduced for porous samples 2 The LENS TM system has two or more powder feeders through which powder is fed in a pressurized argon gas carrier bed. The powder feeding system is arranged in a way that the powder converges at the focal point of the laser beam. This incoming powder and the laser radiation meet on a stage or the substrate. As the powder absorbs the incident radiation, it melts and forms a small pool of molten metal or metal-ceramic mixture. The stage is capable of moving in the X and Y directions, and as the stage moves creating a liquid metal deposit along the path, the molten pool rapidly solidifies. Simultaneous movements of the stage in X and Y directions, and deposition of the powder lead to ''printing'' of one layer of material. The laser focusing system and the powder delivery system move upwards in the Z direction once a layer deposition is done. The upward motion is controlled by the motion control software that ensures that the movement is equivalent to one layer thickness. Once the assembly moves up by one layer thickness, a second layer is deposited over the first layer. This layer-by-layer deposition sequence is continued until the complete part geometry is realized. The LENS TM deposition process is carried out in a glove box containing argon. The level of oxygen in the glove box is maintained at or below 10 ppm and is monitored throughout the build process. By simultaneously feeding two different powders from two different hoppers, alloying can be carried out in situ. The hoppers can also be used at different times in the process of building the same part and thus compositionally graded structures and multi-material structures can be fabricated. 3, 15 The LENS TM build jobs are controlled using parameters such as laser power, raster scan speed and powder feed rate. These parameters can be altered throughput the process as required. By careful alteration of these parameters, components with different powder input and thus with different solidification rates can be formed. This can lead to the creation of thermally graded structures. 9 The experimental procedures discussed in this research demonstrate the ability to fabricate porous titanium implants with random porosity using 
LENS
TM to mimic the properties of human bone. The optimal porosity requirement for an implant material to be effective should be more than 20%. 36 Based on this requirement and considering the porous nature of bone material, these porous implants were fabricated. Porous structures with an optimal pore size of greater than 200 lm plays an important role in enabling the capillary tissue and migration of osteoprogenitor cells into the pores which lowers the density of the metal implants and helps in reducing the mismatch and stiffness between the implant and the bone-tissue area. 4, 22, 23 Moreover, mechanical properties like Young's modulus and compressive strength of these laser processed porous samples can also be tailored to match that of human cortical bone to increase the implant life in vivo.
4,5,23
In vivo study using male Sprague-Dawley rats was performed for 4 and 10 weeks to measure bone tissue integration. Computed tomography analysis was performed on samples after 10 weeks to see the bonding between the implant and tissue, and also the possible bone ingrowth in porous samples. CT scan revealed no major defects or gaps around the implants. Porous samples showed better bone-tissue integration compared to dense samples. High resolution images of CT scan of the porous implants along with the bone revealed better bonding of porous implants with the tissue. Bone ingrowth into the pores of the implant could be observed in the high resolution CT scan images. Porous samples with nanotubes particularly showed better bone tissue integration which could be seen from both the views of the sample images. CT scan analysis is one good way to analyze the samples in a non-destructive manner but is somehow limited in biomedical field mostly towards porous samples where porous network needs to be characterized observing bone in growth in the pores.
Further analysis on the bone-tissue integration was done using the push out tests and results are given in Table 3 . It can be noticed from the 4 weeks data that the interfacial shear moduli for porous samples are higher compared to the dense samples. Porous samples with nanotubes showed higher modulus overall due to better biocompatibility as the nanomorphology improves the surface properties thereby improving the bonding between the bone and the implant. For 10 weeks data, we see the values for all composition are in similar range. For all 10 weeks samples, bone broke as the samples were fully integrated. The ultimate shear strength of bone is in the range of 130-180 MPa, which was similar to the numbers we got from our experiment due to bone fracture. 14, 35, 39 It can be concluded that the interfacial bonding between the implant and the tissue was too strong and exceeded the limit of bone strength due to which the final modulus value could not be obtained for 10 weeks samples. Previous studies also support our findings where similar experiments have been performed using porous metallic implants-push out tests (in compression) and pull out tests (in tension), and resulted in the fracture of the bone. 6, 8, 12, 13, 25, 28 One of the main objectives of this research was to promote early stage osseointegration through strong interfacial bonding between bone and implant surfaces with or without surface modification. Histological evaluation after 4 weeks showed better new bone formation for porous Ti samples than dense samples, where the osteoid like new bone formation could be seen forming around the open pores. After 10 weeks, the osteoid formation was seen to a greater extent in all samples. For porous samples, more osteoid formation could be seen near the porous surface. Porous surface tended to show improved biological fixation than dense samples. Porosity helps in inducing surface roughness which results in higher surface area and promotes better osteogenesis by new bone formation between the implant surface and the living tissue. 16 Surface morphology along with pore size, pore interconnectivity and pore volume promotes bone growth. The complete bone remodeling however takes a minimum of 12 weeks. 21, 30 However in our case we could observe almost complete bone regeneration after 10 weeks in porous samples which confirmed enhanced early stage osseointegration. The SEM images of the stained samples after 4 weeks showed considerable gaps in dense Ti samples when compared with porous samples. Better signs of bonding could be seen in porous samples to confirm almost complete bonding between the implant and the tissue with no gaps or incomplete bonding after 10 weeks. This signifies the importance of inducing porosity in implants towards bone growth. In fact, better interfacial bonding was seen in surface modified porous samples with nanotubes. Surface modification on a nanoscale level by growing TiO 2 nanotubes further enhances the biocompatibility of the Ti surface thereby promoting better osteoconductive properties. TiO 2 nanotubes help in increasing the surface roughness which results in higher surface area making the surface contact angle really low and the surface more hydrophilic to improve biocompatibility. 7, 17, 19 The hydrophilicity and increase in surface area improve the apatite formation on the surface making it more reactive and osteoconductive. 17, 19 Cell adhesion also improves due to surface modification which results in better cell growth and stimulates its differentiation which results in a strong bonding between surface and the tissue. 17, 38 Presence of loosely attached and entrapped powder particles could be one of the issue which can result in dislodging from the implant and causing some sort of irritation which can be solved by simple mechanical treatment. Partial melting of powders is performed to induce porosity which generally results in strong interfacial bonding at particle interfaces due to liquid metal. 4, 5, 38 With the help of laser processed additively manufactured porous metallic implants, one can fabricate near net shaped parts with mechanical and biological properties similar to bone. One can also fabricate compositionally gradient structures with porous coating one side and a hard coating on the other side based on patient specific needs thereby improving the in vivo life of the implant.
CONCLUSIONS
LENS
TM was used to fabricate porous titanium implants with 25 vol.% porosity to study the effect of porous titanium implants on bone-tissue integration using a rat distal femur model. TiO 2 nanotubes were grown on the porous Ti surface using electrochemical anodization method to further enhance early stage osseointegration. Male Sprague-Dawley rats were used for the in vivo study for a period of 4 and 10 weeks. Shear modulus calculated from push out tests showed the highest value of~30 MPa for surface modified porous titanium implants compared tõ 15 MPa for dense Ti samples after 4 weeks showing early signs of osseointegration for surface modified porous titanium implants. However 10 weeks results showed fully integrated implants, which resulted in the fracture of the bone during testing. CT scan analysis revealed good bonding between the implants and the surrounding bone for porous implants with bone ingrowth being seen into the pores. Good signs of osseointegration with strong interfacial bonding at the implant-bone tissue interface were observed for porous implants especially ones with nanotubes in histological and SEM images. Based on our results, we can conclude that porous Ti implants, with and without surface modification, enhance early stage osseointegration. We can further conclude that surface modified porous Ti implants with TiO 2 nanotubes help defect healing via increasing the interfacial bonding between the implant and the bone.
